We present a compact portable biosensor to measure arsenic As(III) concentrations in water using Escherichia coli bioreporter cells. Escherichia coli expresses green fluorescent protein in a linearly dependent manner as a function of the arsenic concentration (between 0 and 100 μg/L). The device accommodates a small polydimethylsiloxane microfluidic chip that holds the agarose-encapsulated bacteria, and a complete optical illumination/collection/detection system for automated quantitative fluorescence measurements. The device is capable of sampling water autonomously, controlling the whole measurement, storing and transmitting data over GSM networks. We demonstrate highly reproducible measurements of arsenic in drinking water at 10 and 50 μg/L within 100 and 80 min, respectively.
I. INTRODUCTION
Arsenic (As) contamination of potable water is a serious problem affecting over 137 million people in more than 70 countries.
1 As affects nearly all organ systems in the human body, causes skin necrosis and chronic exposure results in the development of cancer. 2 The maximum As concentration in drinking water recommended by the US-Environmental Protection Agency and the World Health Organization 3 is 10 μg/L. The most frequently found forms of arsenic in groundwater are As(V ) and As(III), which can originate from natural rocks and sediments, or from industrial waste, mining or pesticides.
There are several instruments and techniques available to measure As but these are often bulky, expensive to operate or maintain, and require skilled laboratory staff. Examples include atomic fluorescence spectroscopy, 4 graphite furnace atomic absorption, microcantilever sensors, electrophoresis techniques, hydride generation atomic absorption spectroscopy, inductively coupled plasma-atomic emission spectrometry, surface enhanced Raman spectroscopy, laser induced breakdown spectroscopy, and inductively coupled plasma-mass spectrometry. 5 Accurate and rapid field assays for arsenic would be extremely important for avoiding, e.g., contaminated local water pumps, and thus for mitigating arsenic intoxication. They should be relatively inexpensive, allow large number of screenings in a short time, be compact, portable, and easy to use, while maintaining sufficient accuracy at and below the recommended As thresholds. A number of methods described in literature include:
1. Colorimetric tests based on the Gutzeit method. 6 In this test the sample is mixed with a reducing agent (Zn) that a) frederic.truffer@hevs.ch reduces As to AsH 3 , which is volatile, and evaporates from solution. The arsine gas reacts with mercuric bromide on an impregnated paper and the resulting color change is representative for the concentration of the dissolved As. Unfortunately, compounds such as tellurium, selenium, and sulfur can falsify the results, colors are difficult to interpret and the method releases toxic mercuric. 7 Many research groups are trying to optimize this basic method to improve the detection limit, to eliminate the interference from other compounds and to minimize the toxic waste/gas production. 2. Anodic stripping voltammetry 8 is a technique in which the sample is acidified to pH 2, and As is reduced on a thin gold-film covered electrode. The process is subsequently reversed, and the electric current required to remove the As from the electrode is measured. The response is compared to that with known standard As solutions. Interferences with other compounds in the water samples are possible. 3. Bacterial bioreporter technology was presented as a radically different method for detecting As in aqueous samples and food stuffs. With this technology, genetically engineered bacteria react to the As present in a sample and produce an easily detectable protein activity in response. The advantages of the technology are the easy operation and preparation of the (living) cells, the sensitivity of the cells, with response well below 10 μg/L, and the variety of reporter "outputs" possible. For example, As-bioreporters exist which produce fluorescence, bioluminescence, visible colors, current or pH changes. 10 Comparative field assays with extremely simple bacterial bioreporter technology demonstrated excellent quantification and low falsenegative sample measurements. 11, 12 Since bioreporter assays still require a certain degree of manipulation of the cells, we sought to design and produce a standalone device in which cells would be embedded using microfluidic cartridges, and that would further automatically sample, read-out and record the reporter cell's response.
II. MATERIALS AND METHODS

A. Bioreporter cells
Details of the Escherichia coli based As-sensitive bioreporter cells have been described extensively in Ref. 13 . Here, we used Escherichia coli strain 1598, which carries the plasmid pPROBE − ArsR − ABS, and produces green fluorescent protein (GFP) in response to As(III) and As(V ). 13 Cells were grown to exponential phase and then embedded in agarose mini-beads, which were frozen in 15% glycerol at −80
• C, as described previously. 9 For assays, the cells-in-beads were thawed, equilibrated for 20 min at room temperature, and then filled into the microfluidic chip. 9 Cellular response was recorded in MOPS medium with 10 mM glucose, as described. 
B. System description
The system is based on a microfluidic polydimethylsiloxane (PDMS) block 9 with two parallel channels (Figure 1) . A stainless steel mold ensures precise dimensions of the block (15 × 20 × 8 mm 3 ) and positions the silicon master to ±0.01 mm. The two longer sides of the mold are polished so that the PDMS (Sylgard c 184 from Dow Corning, USA) surfaces are optically transparent. The block is bonded using plasma treatment on a 150 μm thick regular microscope cover slip. It is then clamped into a frame that positions the cage C over the fluorescence detector, which contains two light sources S1 and S2 (Figure 1 ). S2 is a green SMD LED (520 nm, Osram) that illuminates the cage C (500 μm 2 ) at an angle of 85
• . Scattered light is measured with detector D. Assuming that most of the scattering is due to the cells-in-beads (B), a sudden change in light scatter indicates a problem in the microfluidic system (either changes in the number of beads or air bubbles trapped in the cage). Light scattering thus serves as an internal control for normal operation of the device with the cells-in-beads. A laser diode (445 nm, 60 mW, Soraa) provides the excitation light S1. A part of the emitted fluorescence light is collected by the fiber G (1200 μm NA 0.39, Thorlabs) located just under the cage and collimated by a lens L (f = 2.75 mm, Thorlabs). Two identical 35 nm band pass filters F1 and F2 (FF01-520/35, Semrock) block the excitation light, so that only fluorescence light is detected by the photodiode D (S10357-01, Hamamatsu). Dedicated electronics amplify the signal and send it to a microprocessor (MPS430 16 bit, Texas Instruments). An EPROM (24LC256, Microchip) saves default parameters. The system can be connected to a computer with a USB interface and commands/results can be sent/received through a dedicated terminal. A GSM modem allows the control of the process by sending commands with a mobile phone and receiving results. A battery (12 V, 7.2 Ah) provides electrical power. Two pumps (100-PH, Williamson Manufacturing) with a gear box 1:3000 with a motor (MFA Motors) guarantee a continuous flow of 100 μl/h of the sampling water over the cells in the chip (see Figure 2) . 
C. Measurements
The determination of As in an aqueous sample consisted of a set of 10 measurements with 20 min interval. Aqueous As standards were prepared freshly from a concentrated stock solution (50 mM NaAsO 2 , Merck) by dilution with 3-(N-morpholino) propanesulfonic acid (MOPS) medium, tap water and 30 μl of rich Luria-Bertani (LB) medium to obtain solutions of 10 μg/L and 50 μg/L As(III). For negative controls a similar mixture of MOPS, tap water and LB was used.
For each run, a new microfluidic PDMS chip was loaded with beads (time 0), which were retained in the cage C (Figure 1 ). All fluidic components were connected and the cells-in-beads were exposed to the aqueous sample containing As at room temperature. The first measurement was taken 20 min after induction to be sure that the beads in the cage and the flow conditions were stable. Intensity and duration of excitation light were chosen such that no photo bleaching occurred. Directly after each fluorescence measurement with light from the laser to determine the As concentration, the scattered light from the LED was measured. All measurements were performed in a laboratory environment with a temperature of 20
• C. Data were analyzed using the programming language R. bars display the calculated 95% confidence intervals. All results were normalized to the signal level at time 20 min. Measurements with single cell-in-bead batches stored at −80 • C were thus extremely reproducible. The shortest possible time to distinguish 50 μg As/L was 80 min, and for 10 μg As/L 120 min (Figure 3 ).
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IV. CONCLUSION
We have developed a simple electronic device with a small optical setup to measure GFP fluorescence from bacterial reporter cells in two parallel channels with a similar sensitivity. Such a device has a great potential in field measurements because of the low cost and the compact size compared to, e.g., conventional systems used in laboratories.
